
 

 

Certificate of Analysis 
 

PRODUCT DESCRIPTION: Drug‐Screen® Multi 12T Test 

 

PRODUCT 

CODE 

LOT 

NUMBER 
LOT AMOUNT 

EXPIRATION 

DATE 

PHYSICAL 

APPEARANCE 

104120  175032     5000PCS  2022‐10  Conforms 

 
PRODUCT TEST RESULTS 

Drug/Cutoff Concentration Specification Results Pass (Y/N) 

AMP1000ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

BAR300ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

BZD300ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

COC300ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

MDMA500ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 



 

 

MET1000ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

MOR300ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

MTD300ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

OPI2000ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

PCP25ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

TCA1000ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

THC50ng/ml 

0 ng/ml Negative (-) - Y 

-50% Negative (-) - Y 

+50% Positive (+) + Y 

 
 
 
 



 

 

PRODUCT MANUFACTURING: 
 

No radioactive material of any kind is utilized in the product, or in the manufacturing of the product. 
The product specified above does not contain any virus, reagent by‐product of the same, or metabolic 
by‐product of Hepatitis A, B, C, or D. 
If this product is shipped as bulk, nal von minden GmbH assumes no responsibility for the packaging and 
label claims.  
 
 
 
Accepted: 
 

Sandra von Minden 
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